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Abstract
Impedance cardiography (ICG) is a simple and cheap method for acquiring hemodynamic parameters. Unfortunately,
not all physiological inﬂuences on the ICG signal have yet been identiﬁed. In this work, the inﬂuence of heart and
lung dynamics is analyzed using a simpliﬁed model of the human thorax with high temporal resolution. Simulations are
conducted using the ﬁnite integration technique (FIT) with temporal resolution of 103 Hz. It is shown that changes in
heart volume as well as conductivity changes of the lung have a high impact on the ICG signal, if analyzed separately.
Considering the sum signal of both physiological sources, it can be shown that they compensate each other and thus do
not contribute to the signal. This ﬁnding supports Kubicek’s model.
Keywords: impedance cardiography, bioimpedance, simulation, ﬁnite integration technique, high temporal resolution,
signal source analysis.
1 Introduction
One of the most common causes of death in Western
Europe is chronic heart failure (CHF). Measures of
the severity of this cardiovascular disease are hemo-
dynamic parameters such as stroke volume (SV). Un-
til now, the gold standard for measuring these param-
eters has been the thermodilution technique, which
utilizes a pulmonary artery catheter. However, risks
of estimating CO via catheters include infections,
sepsis and arrhythmias, as well as increased morbid-
ity and mortality.
An alternative method for assessing hemody-
namic parameters non-invasively and cost-eﬀectively
is ICG. Currently, ICG is not commonly used as a
diagnostic method, because it is not considered to be
valid [1]. One reason is the inaccuracy of the technol-
ogy itself concerning SV calculations. Another pos-
sible reason for this is that processes in the human
body during ICG measurements are widely unknown.
One way to analyze where the current paths run and
which tissue contributes signiﬁcantly to the measure-
ment result is to use computer simulations employ-
ing FIT. Other researchers have already examined
multiple sources of the ICG signal, using various ap-
proaches: some works are based on simple geome-
tries [2], others on real anatomical data, such as MRI
data [3].
Since controversial results have been obtained,
the inﬂuence of two particular sources for the
impedance cardiogram will be analyzed in this work
and will be judged according to the value of their
contribution.
2 Basics
The basics of the measurement technique and also the
simulation technique will be explained in this section.
2.1 Bioimpedance
For bioimpedance measurements, two outer elec-
trodes are used to inject a small alternating current
into the human body, and the voltage is measured
by two inner electrodes to calculate the complex
impedance. If a frequency spectrum between 5 kHz
and 1 MHz is used to measure the bioimpedance for
each frequency, this method is called bioimpedance
spectroscopy (BIS). This is generally the most inter-
esting frequency range for diagnosis, since physiolog-
ical and pathophysiological processes lead to changes
in body impedances with high dynamics. BIS is com-
monly used to assess the body composition of hu-
mans.
If only one frequency of this spectrum is used to
measure the bioimpedance continuously, this method
is called impedance cardiography (ICG). Using ICG,
time-dependent hemodynamic parameters can be ex-
tracted from the measured impedance curve (see Fi-
gure 1). The derivation of the impedance change ΔZ
is the ICG signal whose maximum is used for calcu-
lating the stroke volumes. The measured SV by ICG
according to Bernstein and Sramek can be described
by the following equation:
SV = δ · (0,17)
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Fig. 1: Typical ICG Wave
Here factor δ is the actual weight divided by the
ideal weight, te is the left ventricular ejection time
(LVET), and Z0 is the thoracic base impedance [4].
Since ICG usually operates at one certain frequency
between 20 and 100 kHz, only one continuous point
on a complex frequency locus plot is obtained by ICG
measurements.
2.2 Finite Element Simulation
Finite Element simulations may be used to describe
complex structures by subdividing them into simple
ﬁnite elements. These elements can be triangles or
rectangles for 2D problems, and tetrahedrons, penta-
hedrons, pyramids or hexahedrons for 3D problems.
Discretization using hexahedrons is shown in Figure 2
(middle). Physical values are assigned to the edges,
faces and volumes of these substructures. This as-
signment is illustrated in the following ﬁgure (right),
which shows 2 dual grids representing the functional
principle of the FIT.
Here, electric voltages (e) and magnetic voltages
(h) are assigned to the edges while the magnetic
ﬂuxes (b) and electric ﬂuxes (j,d) are allocated on
the faces of the grids. Hence, a system of equations,
the Maxwell-Grid-Equations, has to be solved for the
whole calculation domain describing each cell:
Ce = −∂
b
∂t
C˜h =
∂ d
∂t
+j (2)
S˜ d = q Sb = 0 (3)
Note that matrices C and C˜ correspond to the
curl operator, and matrices S and S˜ correspond to
the divergence operator [5]. While the diﬀerential
form of Maxwell’s Equations is solved for FEM simu-
lations, the integral form is used for FIT simulations,
so that the material matrices are diagonal for FIT
while the FEM material matrices are non-diagonal.
These matrices contain information about conduc-
tivity, permittivity and permeability, and deﬁne the
relations between voltages and ﬂuxes [6].
Fig. 2: Finite Integration Technique
3 Methods
Classical ICG analyzes the impedance of the thorax,
approximating its volume by one outer cylinder with
a conductivity from a mixture of tissues, containing
another cylinder representing the aorta. This is of
course an assumption which leads to modeling er-
rors. As a result, the task is to ﬁnd other models
to improve the reliability of ICG measurements. In
addition, it has to be clariﬁed which physiological
sources contribute to the ICG signal and lead to its
characteristic points, shown in Figure 1.
This task will be accomplished by simulations us-
ing FIT and an anatomical data set of a male hu-
man as a basis for a simpliﬁed dynamic model. The
dataset is based on the Visible Human Project c©
dataset from the National Library of Medicine in
Maryland [7]. Since this dataset contains no informa-
tion about dynamics, a new model had to be created
using simple geometries, such as frustums, spheres
and cylinders, in order to reduce the simulation time.
The thorax of the Visible Human Male in combina-
tion with the created simple thorax is shown in Fi-
gure 3.
Fig. 3: Visible Human dataset and simpliﬁed model
For each expansion step a new model had to be
created, since for each point in time the discretiza-
tion of the simulated volume has to be recalculated
due to the altered thorax geometry. The left ventric-
ular volume change obtained by MRI data has been
used to alter the radius of a sphere representing the
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heart while assuming a stroke volume of 80 ml [8].
The radius varies between 38.5 mm and 33.8 mm
and will mimic the contraction of the heart. The
conductivity change due to lung perfusion has been
implemented by assuming a maximum conductivity
change of 10 % [9]. Based on measured conductivity
changes with electrical impedance tomographic spec-
troscopy (EITS), a dataset comprising 103 points in
time has been created using Matlab [10].
The calculation frequency has been set to
100 kHz. Using a discretization density of 50 units,
each model comprises 1.5 million tetrahedrons. Be-
sides this global discretization, ﬁner local discretiza-
tion has been used for shape changing organs in order
to obtain accurate results for small geometry changes.
Conductivity (σ) and permittivity (r) values for ev-
ery tissue have been implemented using the data from
Gabriel et al. (see Table 1).
Table 1: Permittivity and conductivity values for
100 kHz [11]
σ [S/m] r
Blood 0.702 92 5 120
Myocard 0.215 11 9 845.8
Bone 0.020 791 227.64
Fat 0.024 414 92.885
Muscle 0.361 85 8 089.2
Abdomen 0.2 4 000
Lung 0.107 35 2 581.3
Rebuilding all organs situated in the abdomen
with the chosen procedure would have been too
complex for the desired model. In addition, the
impedance change of these organs plays a subordi-
nate role for the ICG signal during a heartbeat, so
that the simpliﬁcation has been made that the ab-
dominal part of the model has been ﬁlled with a uni-
form “tissue mixture” by using Boolean operations.
Average permittivity and conductivity of all abdomi-
nal organs has then been assigned to this tissue. For
simplicity, ring electrodes have been used for current
injection. Of course, it is basically possible to use
standard spot electrodes for the simulation.
The time resolution comprises 103 points in time
within a heartbeat for both physiological sources.
For validation purposes, the sum of the dynamic
impedance measured at 100 kHz and including the
volume change of the aorta has been compared to
measured data of a male human and the results show
excellent agreement (r = 0.94) using a correction
factor [12]. This data has been acquired using the
NiccomoTM device from medis Germany, Ilmenau.
Thus, the model itself has been considered to be suit-
able for these kind of simulations.
4 Results
The model created for the simulation is shown in Fi-
gure 4. It consists of all important tissues (muscle,
fat, bone, heart, lung, abdominal tissue, important
blood vessels). The current density results of a simu-
lated measurement are presented here in a transversal
section by arrows ﬂoating through the thorax from
abdomen to neck. We can observe visually that high
current density persists in muscle tissue, aorta and
heart whereas low current ﬂows through bone and
fat tissue. It is also no surprise, that there is high
current density in the current injection areas.
Fig. 4: Simulation model and current density results
All simulations have been calculated on a per-
sonal computer with a 64 bit operating system, an
IntelR©XeonR© 5 240 processor with 2 cores and 24 GB
RAM. Every simulation step consumed 2 GB RAM
and lasted 5 minutes using one core of the proces-
sor. Impedance changes have been computed for all
points in time and both dynamic sources, so that in
total 206 simulations have been conducted (see Fi-
gure 5).
Fig. 5: Simulation results of one heartbeat
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This plot shows the results of lung perfusion sim-
ulations and heart beat simulations, as well as the
sum signal of both results. The ripple of the heart
impedance change can be explained by the chang-
ing geometry of the model due to the heart volume
change, because for every new model geometry a new
mesh has to be created. This can lead to other edges
or faces of the grid contributing to the results ob-
tained by the postprocessor.
What is more, an impedance change of approx.
0.35 Ω can be observed for both dynamic sources. In
addition, both results show nearly the same tempo-
ral behavior, so that the resulting curve reveals no
signiﬁcant impedance change.
5 Discussion
The task of this work was to analyze the inﬂuence
of lung perfusion and heart beat on ICG measure-
ments.
First, simulations with high temporal resolution
have been conducted using conductivity changes of
the lung and geometry changes of the heart as phys-
iological dynamic sources for the ICG signal. In ad-
dition, physiological data and a simple model on the
basis of anatomical data have been used to produce
realistic results. Thus, a resource-saving and accu-
rate way to reproduce an impedance measurement
has been implemented. Second, it has been shown
that lung perfusion and heartbeat have a high in-
ﬂuence on the ICG signal because both signals have
a maximum impedance change of 0.35 Ω, which is
even higher than the usual impedance change of the
thorax. Third, the two eﬀects annihilate themselves
because they show a very similar temporal behav-
ior.
To sum up, it has been shown that although there
are other big physiological inﬂuences altering the con-
ductivity and thus the impedance of the human tho-
rax, it seems that the original Kubicek model does
not really make false assumptions by taking the aorta
as the major contributor to the ICG signal into ac-
count and neglecting other sources.
This model has of course the potential to be im-
proved. We could add more static sources, such
as rib cage, kidneys and liver and more dynamic
sources should be taken into account including ery-
throcyte orientation, respiration and more compo-
nents of the cardiovascular system. In addition, the
inﬂuence of pathologies on the ICG signal should be
analyzed in order to explain eﬀects when measuring
patients.
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